Introduction

B
reast cancer is one of the most common cancers among women in the world [1] [2] [3] . Early diagnosis and radiotherapy treatment can decrease the mortality rate [4] [5] [6] and increase the survival rate of these patients [6, 7] . Despite the advantages of radiotherapy for cancer treatment as one of the third treatment modalities, radiotherapy is a "two-edged swords" that may cause cancer [8] [9] [10] . Therefore, dose distribution in critical organs, which are outside the treatment fields, is a crucial matter. Absorbed dose in these organs are due to the photon scattering. The main sources of photon scattering are head leakage, patient (phantom) and secondary collimator scattering [11] . Given the importance of absorbed dose caused by photon and electron scatter and secondary cancer caused by radiation, authors tried to measure out-field critical organ dose in some treatment plans with different techniques [12] [13] [14] [15] [16] . Banaee et al. in 2014 [12] measured the peripheral dose for bladder, rectum and prostate cancer in the phantom and 27 patients. They conducted their measurement using two photon energies with Thermoluminescence dosimeters (TLD). Authors assessed the necessity of a testicular shield for high and low energies. Cyriac et al. in 2015 [13] evaluated the peripheral dose for prostate cancer by comparing the treatment planning system (TPS), ionizing chamber and TLDs measurement of the two techniques (3D-Conformal radiation therapy and Intensity modulated radiation therapy). Based on their evaluation, the inaccuracy of TPS calculation for outfield organ dose was proved. Thermoluminescence dosimeters (TLD) was approved as an acceptable tool for evaluating and monitoring the absorbed dose in patients' organs in different radiotherapy treatment with the same articles [13, [17] [18] [19] . Based on the literature review, there were not any articles which compare the nine organs' photon absorbed dose in two techniques and two energies for breast cancer radiation therapy. Therefore, the authors in this study decided to evaluate the organs' absorbed dose in eight different plans.
The goal of this study is to measure outfield dose of critical organs in breast cancer radiotherapy in Rando phantom. Treatment was administered using two different techniques (conventional and conformal) and two photon energies (6 and 15 MeV) and assessments were made by comparing point doses in nine organs measured by the thermoluminescence dosimeter.
Material and Methods
Treatment plans for breast cancer
To evaluate and compare point dose of the outfield organs in breast cancer, eight different plans containing two techniques (conventional and conformal) and energies (6 and 15 MeV) were applied along with ISO gray treatment planning system (version 4.2.3.50L) to Rando phantom's DICOM (Digital Imaging and Communications in Medicine) images. The Rando Alderson phantom (Radiology Support Devices (RSD), United Kingdom) DICOM images were taken in the radiology department and the radiation treatment was administered in radiotherapy department using Elekta Precise linear accelerator (Stockholm, Sweden) in Emam Reza hospital of Mashhad, Iran. Prior to the plan, nine organs (right and left lenses, thyroid, right and left lung, right and left kidney, spinal cord, heart and liver, bladder, rectum, uterine) were contoured by the radiation oncologist on DICOM images in TPS and then planning was performed. Plans applied to the phantom were as follows: 2 opposed tangential fields; 2 opposed tangential fields together with super clave and postaxial treatment field using two different energies and techniques. The details of each plan are given in Table1. Attempts were made to maintain other parameters of treatment plans constant to have reasonable dose distribution and acceptable treatment plans. In all plans, the prescribed dose was 50 cGy in 25 fractionations. Figure  1 illustrates the CT (computed tomography) simulation of the Rando phantom and one of its plans (Conventional+supra+postaxilla, 15MV) in ISOgray TPS.
TLDs are located in special positions which are determined and embedded in Rando phantom. In this study, to measure the peripheral photon dose in organs, MTS-700 TLDs (TLD Poland, Krakow, Poland) purchased from Poland Company were used to measure point www.jbpe.org 
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Behmadi M. et al dose in organs. Before using the TLDs, they were calibrated with the photon mode of Elekta precise linac (6 MeV energy) based on the calibration protocols of these TLDs obtained from the company and then point doses of outfield organs were calculated. Some of Rando phantom slices and TLDs' positions in these slices are illustrated in Figure 2 .
Calibration of TLD
Calibration was implemented in three steps: In the first and second steps, the reader calibration factor (RCF) was determined and in the third step, element correction coefficient (ECC) was computed. In the first step, at least 10-15% of total TLDs should be selected as representative. Thus, 15 TLDs from 50 TLDs were chosen randomly and irradiated to achieve a uniform dose under the range of dose distribution which is linear (less than one gray (1 Gy) is acceptable). TLDs were read by a Harshaw TLD reader ( Model 3500-Thermo electron, Solon, OH) and the dimensions provided by the TLD reader for each TLD at this 
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Outfield Doses for Breast Cancer Radiotherapy stage were in nano-coulomb (nC). The average of these numbers was calculated and ECC of each TLD was determined using the following formula:
Element correction coefficient(ECC) for representative TLDs= Average of nC for representatives TLD (nC)/nC for each TLD
In this stage, all TLDs were introduced to the TLD reader.
In the second step, representative TLDs were irradiated by a homogeneous and specific dose. The average nC read by the reader was calculated and RCF was computed by the following formula:
Reader calibration factor (RCF) for representative TLDs= Average nC for representatives TLD (nC)/certain (specified) dose (Gy) In this stage, the reader sensitivity and unit conversion factor are determined.
The third step involved exposing all TLDs to a homogeneous and distinctive dose to determine ECC for each TLD. Here, the unite used by the reader is gray since nC was divided by RCF as follow:
nC/RCF=Dose (Gy) Therefore, ECC will be computed by dividing the distinctive dose by the above numbers for each TLD.
distinctive dose/Dose (Gy)=ECC (for each TLD)
Based on the TLDs reading, the linearity of TLDs was assessed. To estimate and draw the linearity graph of TLDs, 24 TLDs were selected randomly, and divided into eight groups then irradiated in the photon mode of the Elekta Precise linac (6 MeV) in the range of 110 to 250 cGy. The linearity function was estimated and applied to the numbers which read larger than 1 Gy. Table 2 and Figure 3 represent the number and TLD's linearity graph.
Experimental dosimetry in Rando Phantom
Given that some articles have reported TPS weakness in estimating doses of outfield organs [20] [21] [22] [23] , TLDs were chosen to measure the point doses in organs outside the treatment fields. Nine organs (right and left lenses, thy- 
Results
The point dose measurement in Rando phantom for all eight plans was carried out by ther- Table 3 based on the organ point dose which were out of treatment fields. The numbers in Table 3 show the mean and standard deviation of three-time measurement and the number is based on 50 gray in 25 fraction (2 Gy per fraction). For all numbers, TLDs' background doses deducted from the primary TLD's absorbed dose and for larger than 1 Gy were inserted in the linearity function to compute the dose. All of these were undertaken to obtain accurate doses absorbed Figure 4 depicts the glow curve of TLD reading, the first and second plots are glow curves for two TLDs in outfield organs and the third plot is the glow curve for a background TLD which is exported from Harshaw TLD reader (Model 3500).
Discussion
In this study, considering the importance of secondary cancer estimation in out-of-field organs in patients who have radiation therapy treatment, the outfield point dose of organs was measured for radiation treatment of breast cancer. According to articles evaluating secondary cancer [8, [24] [25] [26] [27] [28] , the first and important parameter for assessing secondary cancer is absorbed dose in out of radiation fields. In general, the results in this study represent that the point doses of organs closer to treatment fields in comparison with organs distant from treatment fields are larger. It is clear that in paired organs, like eyes and kidneys, the left organ absorbs higher dose. This is obviously related to the inverse-square law.
Plans of 6 MeV energy: As expected, the results suggest that point dose of organs in conventional treatment plans is higher than conformal ones and then TLDs in plans with super clave and postaxilla fields besides tangential fields (4 treatment fields) absorbed greater dose compared to plans with two tangential fields (especially in organs close to the treatment fields such as left-lung, spinal cord and heart). The above results could be explained as follows: treatment fields in conventional plans are wider than that of conformal ones; on the other hand, the multi-leaf collimator, which covers critical organs in conformal plans, produces more scatter photons in treatment fields. The results of conventional and conformal Plans of 15 MeV energy: The point dose of organs in conventional and conformal plans (2 tangential fields) with 15 MeV photon energy provided relatively identical outcomes which could be attributed the following factors: 15 MeV photon energy has greater penetration depth and lower scattering than 6 MeV energy [29] . Therefore, conventional and conformal plans with 15 MeV energy have lower scattering in outfield organs confirming the results by comparing the columns related to 6 MeV and 15 MeV energy plans, respectively. On the other hand, the effect of MLC in conformal plans with 15 MeV energy leads to greater scattering. Thus, it is expected that point doses of organs in these plans (conformal and conventional with 2 tangential fields) will be the same, while other plans with 4 treatment fields in this energy follow the same role in plans with 6 MeV photon energy.
The presence of wedge in plans of 6 MeV is another reason for higher organ point dose in these plans compared to 15 MeV energy. Other sources of scattering are the presence of shield in the super clave and postaxilla treatment fields.
As seen in the results, with increasing the photon energy, the medical physicist has the reasonable dose distribution and dose volume histogram (DVH) with omitting the wedge in phantom plans. On the other hand, using the high energy photon is imposed neutron contamination to the plans. Under this condition, if the medical physicists cover target with an acceptable dose distribution by 6 MeV photon energy and wedge, the use of subfield instead of wedge can be a good suggestion. This suggestion can help to reduce the photons scattering in 6 MeV plans without having neutron contamination.
The finding in this study is comparable with the results in Berris et al. (2012) [6] study in some organs. Their measurement was in a single energy (6 MeV energy) and single technique. The authors measured absorbed dose in a Rando phantom's organs which are treated for breast cancer with tangential fields (two size) and reported the mean dose in organs. Their outcomes approved results of study in common organs and condition.
Conclusion
Selection of energies and techniques for radiotherapy treatment of breast cancer have a big effect on scatter absorbed dose (which due to the wedge, shields and MLC beside the other common scattering sources) in out of field organs. However, we should consider that this selection is dependent on different factors like the volume of breast, the number of lymph nodes which involved to cancer and the depth of chest wall that need to be treated by the medical oncologist. Therefore, for election of treatment, all those factors and source of scatters should be evaluated.
